
Table II:   Imaging System and X-Ray Technique Recommendations

Parameter Recommendation or Requirement

Film Medium or high speed

Screen  or high speed

Grid
Ratio 8:1 or 12:1
Lines/inch 100 - 103

Focal film distance 72 inches

Film size 14 inches X 17 inches

Film holder Adjustable; cassette capable of being
positioned vertically or horizontally

Projection Posterior-anterior chest

Anode Rotating

Focal spot size Maximum 2 millimeters

Filtration Minimum 2.5 millimeters aluminum

Time a.  Less than 1/20 second
b.  1/10 second if single phase and less generator capacity
than 300 milliamperes at 125 kilovolt peak or patient
greater than 28 centimeters

Milliamperes 300 or greater

Kilovoltage 120 or greater


