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                                               MEDICAL/DENTAL                  HM� 1                                                





     SAFETY REVIEW ITEMS                                                                                                            





                                                                                                                                    





A. GENERAL SAFETY                                   (3HMA1A0)                                                                       


                                                                                                                                    


   1. PESTICIDE SAFETY                                                                                                              


                                                                                                                                    


  (A1A0) DOES THE MDR HAVE PERSONAL PROTECTIVE EQUIPMENT FOR USE IN          3C                                                     


         PESTICIDE APPLICATION?                                                                                                   


         REF: NAVMED P�5010 CHAPTER 8�54                                                                                            


*************************************************************************************                                               


  (A1B0) ARE INSECTICIDES STORED IN ORIGINAL CONTAINERS, WITH NO MORE        4D                                                     


         THAN A WEEKLY WORKING STOCK ON HAND OUTSIDE OF BULK STORAGE,                                                               


         AND KEPT UNDER LOCK AND KEY?                                                                                             


         REF: NAVMED P�5010 CHAPTER 8�54                                                                                            


              OPNAVINST 5100.19B ART C2102/C2303                                                                                    


*************************************************************************************                                               


  (A1C0) HAS THE MDR BEEN FITTED AND HAVE AVAILABLE A PESTICIDE              3C                                                     


         RESPIRATOR, PROPERLY MAINTAINED AND STORED?                                                                              


         REF: OPNAVINST 5100.19B  APPENDIX B6�E                                                                                     


*************************************************************************************                                               


  (A1D0) DOES THE MDR HAVE MATERIAL SAFETY DATA SHEETS FOR ALL               4D                                                     


         PESTICIDES USED BY THE COMMAND?                                                                                          


         REF: OPNAVINST 5100.19B  ART B0302                                                                                         


*************************************************************************************                                               


  (A1E0) HAS THE SMDR (ENLISTED) AND THE CORPSMAN RESPONSIBLE FOR            4D                                                     


         PEST CONTROL ATTENDED THE SHIPBOARD PEST CONTROL TRAINING                                                                  


         COURSE, CERTIFIED FOR PESTICIDE APPLICATION?                                                                             


         REF: NAVMED P�5010  CHAPTER 8�6                                                                                            


              NAVMEDCOMINST 6250.13                                                                                                 


              OPNAVINST 5100.19B ART C2102                                                                                          


*************************************************************************************                                               


  (A1F0) ARE PROCEDURES FOR HANDLING PESTICIDE SPILLS POSTED, ARE            4D                                                     


         MATERIALS AVAILABLE FOR CLEAN�UP, AND DOES THE MDR UNDERSTAND                                                              


         CLEAN�UP AND DISPOSAL PROCEDURES?                                                                                        


         REF: NAVMED P�5010  CHAPTER 8�23                                                                                           


*************************************************************************************                                               


                                                                                                                                    


   2. PATIENT SAFETY                                                                                                                


                                                                                                                                    


  (A2A0) ARE WARD PATIENTS INDOCTRINATED AS TO AVAILABLE ESCAPE ROUTES?      4D                                                   


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (A2B0) ARE ESCAPE ROUTES MAINTAINED CLEAR OF OBSTRUCTIONS?                 4D                                                   


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (A2C0) ARE PATIENTS CAUTIONED NOT TO SMOKE OR USE OPEN FLAMES              3C                                                     


         AROUND OXYGEN?                                                                                                           


         REF: OPNAVINST 5100.19B  ART SEC C2102                                                                                     


*************************************************************************************                                               


  (A2D0) ARE THE INORGANIC ACIDS STORED IN A LEAD�LINED OR ACID              3C                                                     


         RESISTANT CONTAINER IN THE MEDICAL STOREROOM?                                                                            


         REF: OPNAVINST 5100.19B  ART C2306                                                                                         


*************************************************************************************                                               


                                                                                                                                    


�
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                                               MEDICAL/DENTAL                  HM� 2                                                





  (A2E0) ARE ORGANIC ACIDS (ACETIC, CARBOLIC) STORED IN AN ACID              3C                                                     


         RESISTANT (NOT LEAD) LOCKER IN A FLAMMABLE LIQUID STOREROOM?                                                             


         REF: OPNAVINST 5100.19B  ART C2306                                                                                         


*************************************************************************************                                               


  (A2F0) IS THE PROPANE GAS TO THE FLAME PHOTOMETER TURNED OFF AT            4D                                                     


         THE TANK WHEN NOT IN USE?                                                                                                


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (A2G0) ARE MATERIAL SAFETY DATA SHEETS AVAILABLE FOR ALL CHEMICALS         4D                                                     


         AND CLEANERS HELD BY THE MEDICAL DEPARTMENT?                                                                             


         REF: OPNAVINST 5100.19B ART B0308                                                                                          


*************************************************************************************                                               


  (A2H0) IS ONLY A MINIMUM WORKING STOCK OF FLAMMABLE MATERIALS              3C                                                     


         KEPT ON HAND IN MEDICAL SPACES?                                                                                          


         REF: OPNAVINST 5100.19B ART C2303                                                                                          


*************************************************************************************                                               


  (A2I0) ARE BULK FLAMMABLE MATERIALS AND ALCOHOLS STORED IN A LOCKER        4D                                                     


         IN A FLAMMABLE LIQUID STOREROOM?                                                                                         


         REF: OPNAVINST 5100.19B ART C2102                                                                                          


*************************************************************************************                                               


  (A2J0) IS INFECTIOUS WASTE SEGREGATED, LABELED AND HELD FOR SHORE          3C                                                     


         DISPOSAL?                                                                                                                


         REF: OPNAVINST 5090.1A SECT 17�5.8.2                                                                                       


*************************************************************************************                                               


  (A2K0) IS ALL MEDICAL EQUIPMENT SECURED/ABLE TO BE SECURED FOR SEA?        4D                                                   


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


                                                                                                                                    


   3. SPECIAL PRECAUTIONS                                                                                                           


                                                                                                                                    


  (A3A0) ARE NEEDLES, SHARPS AND SYRINGES DISPOSED OF PROPERLY?              4D                                                   


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


                                                                                                                                    





B. MEDICAL EQUIPMENT SAFETY                         (3HMB1A0)                                                                       


                                                                                                                                    


   1. INSTALLED EQUIPMENT                                                                                                           


                                                                                                                                    


  (B1A0) ARE STERILIZER DOORS LOCKED IN THE OPEN POSITION, WITH TRAYS        4D                                                     


         LOCKED IN OR OUT, TO PREVENT BURNS?                                                                                      


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (B1B0) ARE STRETCHERS AND FIRST AID BOXES INSPECTED?                       4D                                                   


         REF: PMS                                                                                                                   


              OPNAVINST 5100.19B ART C2102                                                                                          


*************************************************************************************                                               


  (B1C0) DOES ALL EQUIPMENT HAVE POSTED SAFETY PRECAUTIONS, AND EYE          4D                                                     


         OR NOISE WARNINGS AS APPLICABLE?                                                                                         


         REF: OPNAVINST 5100.19B ART B0404/B0504                                                                                    


*************************************************************************************                                               


  (B1D0) ARE ALL ELECTROSURGICAL UNITS PROPERLY GROUNDED?                    3C                                                   


         REF: OPNAVINST 5100.19B ART C2102                                                                                          


*************************************************************************************                                               
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                                               MEDICAL/DENTAL                  HM� 3                                                





  (B1E0) ARE MEDICAL PERSONNEL AWARE OF THE SAFETY HAZARDS OF HEAT           4D                                                     


         LAMPS (TIMING, REMOVAL OF METAL OBJECTS, ADJUST TO MINIMUM                                                                 


         HEIGHT OF 24 INCHES FROM SKIN)?                                                                                          


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (B1F0) ARE SITZ BATH AND WHIRLPOOL WATER TEMPERATURES KEPT AT              4D                                                     


         100 DEGREES OR BELOW TO AVOID BURNS?                                                                                     


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (B1G0) HAVE ALL ELECTRICAL DEVICES BEEN SAFETY CHECKED AND WIRING          3C                                                     


         INSPECTED FOR EXPOSED WIRES AND FRAYED INSULATION?                                                                       


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (B1H0) ARE CYLINDERS OF OXYGEN AND NITROUS OXIDE (IF APPLICABLE)           4D                                                     


         PROPERLY SECURED WITH METAL STRAPS AND HAVE CAPS IN PLACE?                                                               


         REF: OPNAVINST 5100.19B ART C2309                                                                                          


*************************************************************************************                                               


  (B1I0) IS PERSONAL PROTECTIVE EQUIPMENT AVAILABLE FOR ALL                  4D                                                     


         LABORATORY PERSONNEL?                                                                                                    


         REF: OPNAVINST 5100.19B ART B1202/C2303                                                                                    


*************************************************************************************                                               


                                                                                                                                    


   2. MEDICAL AND DENTAL                                                                                                            


                                                                                                                                    


  (B2A0) ARE ALL X�RAY PROTECTIVE DEVICES IN PLACE AND INSPECTED             4D                                                     


         ANNUALLY?                                                                                                                


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (B2B0) HAS A RADIATION PROTECTION SURVEY BEEN CONDUCTED WITHIN THE         4D                                                     


         LAST TWO YEARS?                                                                                                          


         REF: OPNAVINST 5100.19B ART B0904A(2)(B)                                                                                   


*************************************************************************************                                               


  (B2C0) IS THE X�RAY FILM PROCESSOR POSTED WITH REQUIRED SAFETY             4D                                                     


         PRECAUTIONS AND USE LIMITED TO TRAINED PERSONNEL?                                                                        


         REF: OPNAVINST 5100.19B  ART C2102                                                                                         


*************************************************************************************                                               


  (B2D0) IS THERE A BACKFLOW PREVENTION DEVICE INSTALLED IN ANY              4D                                                     


         POTABLE WATER LINE PLUMBED DIRECTLY TO THE X�RAY DEVELOPING                                                                


         MACHINE?                                                                                                                 


         REF: GEN SPECS SECTION 532                                                                                                 


*************************************************************************************                                               


  (B2E0) IS ANY WASTE LIQUID PRODUCED BY THE X�RAY DEVELOPER MACHINE         4D                                                     


         COLLECTED IN APPROVED HAZARDOUS WASTE CONTAINERS AND DISPOSED                                                              


         OF AS HMTID?                                                                                                             


         REF: OPNAVINST 5100.19B  ART B0306                                                                                         


*************************************************************************************                                               


                                                                                                                                    





C. DENTAL FACILITY SAFETY                           (3HMC1A0)                                                                       


                                                                                                                                    


   1. EQUIPMENT                                                                                                                     


                                                                                                                                    


  (C1A0) ARE DENTAL CHAIRS FACED ATHWARTSHIP DURING TREATMENT                4D                                                     


         UNDERWAY?                                                                                                                


         REF: OPNAVINST 5100.19B  ART C2103                                                                                         


*************************************************************************************                                               
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                                               MEDICAL/DENTAL                  HM� 4                                                





  (C1B0) ARE ALL DISPENSED SOLUTIONS PROPERLY LABELED?                       4D                                                   


         REF: OPNAVINST 5100.19B  ART 2103                                                                                          


*************************************************************************************                                               


  (C1C0) IS PROPANE GAS TURNED OFF WHEN NOT IN USE?                          4D                                                   


         REF: OPNAVINST 5100.19B  ART C2103                                                                                         


*************************************************************************************                                               


  (C1D0) IS ONLY MINIMUM WEEKLY WORKING STOCK OF FLAMMABLE                   3C                                                     


         MATERIALS KEPT ON HAND IN THE DENTAL SPACES?                                                                             


         REF: OPNAVINST 5100.19B  ART C2303                                                                                         


*************************************************************************************                                               


  (C1E0) ARE NEEDLES, SYRINGES AND SHARPS DISPOSED OF PROPERLY?              4D                                                   


         REF: OPNAVINST 5100.19B  ART C2103                                                                                         


*************************************************************************************                                               


  (C1F0) IS ALL INFECTIOUS WASTE MATERIAL PROPERLY BAGGED, LABELED,          3C                                                     


         AND HELD FOR SHORE DISPOSAL?                                                                                             


         REF: OPNAVINST 5090.1A SECT 17�5.2                                                                                         


*************************************************************************************                                               


  (C1G0) HAS ALL ELECTRICAL EQUIPMENT BEEN INSPECTED AND SAFETY              3C                                                     


         CHECKED?                                                                                                                 


         REF: OPNAVINST 5100.19B  ART C2103                                                                                         


*************************************************************************************                                               


  (C1H0) IS ALL DENTAL EQUIPMENT SECURED/ABLE TO BE SECURED FOR SEA?         4D                                                   


         REF: OPNAVINST 5100.19B  ART C2103                                                                                         


*************************************************************************************                                               


  (C1I0) ARE ALL GAS CYLINDERS PROPERLY SECURED WITH METAL COLLARS           4D                                                     


         AND HAVE CAPS IN PLACE?                                                                                                  


         REF: OPNAVINST 5100.19B ART C2309                                                                                          


*************************************************************************************                                               


  (C1J0) ARE SAFETY PRECAUTIONS, EYE AND NOISE WARNINGS POSTED, AS           4D                                                     


         APPLICABLE, ON ALL DENTAL EQUIPMENT?                                                                                     


         REF: OPNAVINST 5100.19B ART B0404/B0504                                                                                    


*************************************************************************************                                               


  (C1K0) IS LOCAL EXHAUST VENTILATION PROVIDED FOR OVENS, GRINDERS           4D                                                     


         AND CURING UNITS?                                                                                                        


         REF: NSTM 512                                                                                                              


*************************************************************************************                                               


  (C1L0) IS PERSONAL PROTECTIVE EQUIPMENT AVAILABLE FOR PATIENTS,            4D                                                     


         DENTAL AND LABORATORY PERSONNEL?                                                                                         


         REF: OPNAVINST 5100.19B  ART C2103                                                                                         


*************************************************************************************                                               


  (C1M0) HAS A DENTAL MERCURY SURVEY BEEN CONDUCTED WITHIN THE LAST          4D                                                     


         18 MONTHS BY AN INDUSTRIAL HYGIENE OFFICER?                                                                              


         REF: OPNAVINST 5100.19B ART A0302                                                                                          


              NAVMEDCOMINST 6260.2                                                                                                  


*************************************************************************************                                               


  (C1N0) HAVE DENTAL PERSONNEL BEEN TRAINED IN THE HAZARDS AND               4D                                                     


         PRECAUTIONS TO BE TAKEN WHEN WORKING AROUND MERCURY?                                                                     


         REF: NAVMEDCOMINST 6260.2                                                                                                  


*************************************************************************************                                               


  (C1O0) ARE AMALGAMATORS INSPECTED WEEKLY FOR MERCURY CONTAMINATION,        4D                                                     


         CLEANED IF NECESSARY AND HAVE AN IMPERVIOUS CATCH TRAY                                                                     


         BENEATH THE UNIT?                                                                                                        


         REF: NAVMEDCOMINST 6260.2                                                                                                  


*************************************************************************************                                               


                                                                                                                                    


�
  SHIP:             DATE:      SURVEYOR:       SAFETY AREA:                    PAGE                                                 


                                               MEDICAL/DENTAL                  HM� 5                                                





  (C1P0) ARE DECKS IN OPERATORIES COVERED WITH SEAMLESS FLOOR COVERING       4D                                                     


         AND SWABBED ONCE PER QUARTER WITH A SOLUTION OF HGX?                                                                     


         REF: NAVMEDCOMINST 6260.2                                                                                                  


*************************************************************************************                                               


  (C1Q0) ARE AIR�OPERATED VACUUM SYSTEMS EQUIPPED WITH A MERSORB             4D                                                     


         FILTER, CHANGED QUARTERLY OR WHEN THE INDICATOR TAB TURNS                                                                  


         A DARK COLOR?                                                                                                            


         REF: NAVMEDCOMINST 6260.2                                                                                                  


*************************************************************************************                                               


  (C1R0) IS SCRAP AMALGAM STORED IN A BREAKAGE�RESISTANT CONTAINER IN        4D                                                     


         A SOLUTION OF HGX?                                                                                                       


         REF: NAVMEDCOMINST 6260.2                                                                                                  


*************************************************************************************                                               


  (C1S0) IF EQUIPPED WITH A PROSTHETICS LABORATORY, HAS THE HIGH SPEED       4D                                                     


         GRINDER BEEN SURVEYED BY AN INDUSTRIAL HYGIENIST FOR BERYLLIUM                                                             


         DUST HAZARDS?                                                                                                            


         REF: NAVMEDCOMINST 6260.7                                                                                                  


*************************************************************************************                                               


  (C1T0) IS MERCURY DECONTAMINATION EQUIPMENT AVAILABLE AND                  4D                                                     


         MAINTAINED?                                                                                                              


         REF: NAVMEDCOMINST 6260.2                                                                                                  


*************************************************************************************                                               


  (C1U0) ARE MATERIAL SAFETY DATA SHEETS AVAILABLE FOR ALL HAZARDOUS         4D                                                     


         MATERIALS USED BY THE DENTAL DEPARTMENT?                                                                                 


         REF: OPNAVINST 5100.19B ART B0308                                                                                          


*************************************************************************************                                               
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